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Grand3)  Std Ref Ref Acceptance
Analyte T AQ) Mean Dev Value Unc Range
Inorganic Units: (mg/L)
Aluminum 5
Antimony 31 28 1.020 0.063 1.044 .005 0.731-1.357
Arsenic 33 32 3615 0.220 3.692 .018 2.584 - 4.800
Barium 34 33 179 0.12 1.79 .009 1.25-2.33
Beryllium 29 28 <0.005 False Positive Test
Cadmium 34 33 0.76 0.05 .78 .004 0.55 - 1.01
Calcium 5
Chromium 34 33 1.253 0.078 1.277 .006 0.894 - 1.660
Cobalt 31 30 2563 0.166 2.672 .013 1.870 - 3.474
Copper 33 32 3574 0.263 3.671 .018 2.570-4.772
Iron 5
Lead 32 29 <0.01 False Positive Test
Magnesium 5
Manganese 5
Mercury 29 29 0.01892 0.00170 .01885 .0001 0.01320 - 0.02451
Molybdenum 4
Nickel 33 32 23% 0.171 2.499 .012 1.749 - 3.249
Potassium 5
Selenium 32 31 0625 0.059 .646 .003 0.452 - 0.840
Silver 9
Sodium 5
Thallium 30 28 2538 0.116 2.637 .013 1.846 - 3.428
Vanadium 32 31 2229 0.133 2.254 .011 1.578 - 2.930
Zinc 33 32 2443 0.241 2.549 .011 1.784 -3.314
Technetium-99 2 0 6.00E-6 1.60E-7 4.20E-6 - 7.80E-6
Uranium-235 14 13 0.00203 0.00010 0.00201 0.00141 - 0.00261
Uranium-238 14 13 0.281 0.012 0.285 .009 0.200 - 0.371
Uranium-Total 22 21 0.280 0.019 0.287 0.009 0.201-0.373
Grand3)  Std Ref Ref Acceptance
Analyte T AQ) Mean Dev Value Unc Range
Radiological Units: (Bq/L)
Americium-241 43 34 False Positive Test
Cesium-134 73 72 182 1.5 19.5 0.5 13.7-254
Cesium-137 74 73 237 1.5 23.6 0.5 16.5 - 30.7
Cobalt-57 45 45 False Positive Test
Cobalt-60 73 72 117 0.5 11.6 0.3 8.1-15.1
Hydrogen-3 50 49 337 30 341 10 239 - 443
Iron-55 1M1 7 48.8 5.8 46.2 1.3 32.3-60.1
Manganese-54 72 71 141 0.8 13.7 0.4 9.6-17.8
Nickel-63 17 12 False Positive Test
Plutonium-238 37 33 04 0.5 04-07
Plutonium-239/240 36 29 False Positive Test
Potassium-40 1
Strontium-90 41 40 6.22 0.64 6.45 0.14 4.52 -8.39
Technetium-99 22 18 3.76 0.56 3.76 0.10 2.63-4.89
Uranium-234/233 38 36 3.31 0.26 3.44 0.11 241-447
Uranium-235 7
Uranium-238 42 40 3.41 0.34 3.55 0.11 2.49-4.62
Zinc-65 72 70 177 1.3 17.1 0.5 12.0-22.2
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Note: (1) T = Total number of laboratories reporting analyte.
(2) A = Number of laboratories with 'Acceptable' performance.
(3) Mean excludes values derived as total metals and values indicated as "Not
Acceptable".
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